Glomerular filtration rate determined in conjunction with routine renal scanning.
A method has been developed to estimate glomerular filtration rate using computer evaluation of images obtained during routine renal scanning. The technique requires less than 40 minutes of imaging time, requires only a single blood sample, and correlates highly with 24 hour creatinine clearance.